Evaluation of the SNAP foal IgG test for the semiquantitative measurement of immunoglobulin G in foals.
The SNAP Foal IgG test (IDEXX) as evaluated for its accuracy and usefulness by measuring blood samples collected from 42 foals between 24 and 48 hours after birth. The results were compared with the single radial immunodiffusion (SRID) test as the reference method. The SNAP test was quick and easy to perform, and the results were similar to those obtained by SRID in 64 per cent of the samples. The best results were found with low (< 400 mg/dl) and high (> 800 mg/dl) concentrations of immunoglobulin G, with an accuracy of 80 per cent and 89 per cent, respectively. The intermediate concentrations were usually lower when measured by the SNAP test than by the SRID test, possibly owing to the variable volume of blood added to the test with the sample loop.